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2 Xuvropoypa@ieg / Opiopoi
ALC OOoTIKO TOIYEVTO YE QVTIBIOTIKO
AUS AuoTpaAia
BCIS 2UvOpOpOo ePPUTEUCNG OOTIKOU TOIPUEVTOU
BfArM OuooTtovdiakoé IvoTitouto Papudkwy kai latpotexvoAoyikwy Mpoidviwv [Bundesinstitut flir
Arzneimittel und Medizinprodukte]
CAN Kavaddg
CE EupwTraik cuppdpewaon (Conformité Européenne)
CER ‘EkBeon KAIVIKAG agloAdynong
CH EABeTia
CND Classificazione Nazionale dei Dispositivi medici [EBvIK ITaAikr) Tagivounon latpotexvoAoyikwyv
MpoiévTwv]
CT YTtrohoyioTikr) Touoypagia
CS Kolvég TTpodiaypagéc, 6TTwg opifovTtal aTov Kavoviouo tepi larpotexvoAoyikwy MNpoidvTwyv
(MDR)
DIN eppavikoé IvaTirouTto Tutrotroinong [Deutsches Institut fiir Normung]
EMDN EupwTraikry Ovoparoloyia larpoTtexvohoyikwy MNpoidvTwv
EN EupwTraikod pétutro [Europédische Norm]
EU EupwTraikr ‘Evwon
FDA Opyaviouég Tpogipwy kal @apudkwy (H.M.A.)
GER [eppavia
IFU Odnyieg xpriong
ISO Aigbvig Opyavioudg Tutrotroinong
MDD Oonyia TTepi 1IATPOTEXVOAOYIKWYV TTPOIOVTWYV
MDR Kavoviopog mepi latpotexvoAoyikwv Mpoidvtwy (EE) 2017/745 Tou EupwTraikoU KoivoouAiou

Kal Tou 2upBouAiou TnG 5ng AtrpiAiou 2017 TTePi 1IATPOTEXVOAOYIKWYV TTPOIGVTWY, YA TAV
Tpotrotroinon Tng Odnyiag 2001/83/EK, Tou Kavoviouou (EK) ap. 178/2002 kai Tou Kavoviguou
(EK) ap. 1223/2009 kai yia Tnv kKatapynaon Twv Odnyiwv Tou ZupBouliou 90/385/EOK kal
93/42/EOK ka1 Tnv TpoTrotroinon Twv 2017/45 (2020/561 kai 2023/607)

MHRA PuBpioTikog Popéag Papudkwv kai Mpoidvtwy Yyelovouikng MNepiBaAywng oto Hvwpévo BaoiAeio

MRI MayvnTikr) Topoypagia

N/A Agv 10XUEl

NB Koivotroinuévog opyaviouog

PMCF KAIvIKY) TTapakoAouBnon PeTd TNV KUKAogopia

PMMA TTOAU (MEBAKPUAIKG) pueBUAIO

PMS Emithipnon PeTd Tnv KUKAoopia

SRN EVIAIOG apIBUGG KATAXWPIoNG OIKOVOUIKOU Qopéda

SSCP MepiAnwn XapakTtnpioTikwy Ac@aleiag kal KAivikwv ETddoewv

Swissmedic EABeTIKOG Opyavioudg yia OepatreuTikd MNpoidvta (EABeTIA)

TGA Ymnpeoia Alaxeipiong @epatreuTikwv Ayabwyv (AucaTpaAia)

TPLC >UVOAIKOG KUKAOG Cwrig TrpoidvTog (TPLC) katd FDA

UDI-DI ATTOKAEIOTIKOG apIBUOG TAUTOTTOINONG IOTPOTEXVOAOYIKOU TTPOIGVTOG - AVOyVWPIOTIKO
IATPOTEXVOAOYIKOU TTPOIOVTOG

UK Hvwpévo BaoiAeio

US/USA Hvwpéveg MNoAiTeieg TG ANEPIKAG

3 Emokoémnon

To mapdv Eyypago IoxUEl yia EPPUTEUCIPA 1ATPOTEXVOAOYIKA TTpoidvTa kartnyopiag IIb kai kartnyopiag Il Tou
avattoxenkav amd tnv Heraeus Medical GmbH kai £xel TioToTrOINOEi OTI GUPPOPPWVETAI e Tov Kavovioud Trepi
latpoTtexvoloyikwy Mpoidviwyv (MDR) ap. 2017/745 (EE) Tng 5% AmrpiAiou 2017, pe 10xU atmoé Tov Mdio 2021.

H MepiAnwn XapaktnpioTikwv AcgaAciag kal KAivikwv Eddoewv (SSCP) TrpoopileTal va TTapéXel Jia TTepiAnyn
TWV KAIVIKWV OedOPEVWV TTOU OXETICOVTAI PE TNV AC@AAEIR KAl TIG KAIVIKEG €TTIOOCEIG TOU 1OTPOTEXVOAOYIKOU
mpoidvTog. H SSCP armroteAei pia onuavTikh TTNyR TTANPOQOPIWY YIa TOug TTPOBAETTOPEVOUG XPAOTEG — TOCO YIO
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TOUG ETTAYYEANATIEG UYEIOVOIKNG TTEPIBOAYNG OO0 Kal yIa TOUG a0BEVEIG, EQOTOV IoXUEI. ATTOTEAE £va aTTO T TTOAAG
péoa TTou TTpoopifovTal yia TV eKTTAApwON Twv OoTOXwv Tou Kavoviopou Trepi latpoTexvoAoyikwy Mpoidvtwv
(MDR), Tnv gvioxuon Tng DIAQAVEIAG Kal TNV TTaPOXI) ETTAPKOUG TTPOCRACcNG OTIG TTANPOYPOPIEG.

3.1  ZxeTikég TAnpo@opieg yia XpRoteg/EtrayyeAparieg Yyeiag

Mo To TEPIEXOPEVO AUTAG TNG EVOTNTAG avaTPEETE OTNV ayYAIKR €KOOON TOU TTAPOVTOG EYYPAPOU.

3.2  ZxeTIKEG TTANPOPOPIES YIa aoBeveig

Ta ak6AouBa KeQAAQIa TTAPEXOUV MIG TTEPIANYN TNG ACPAAEIAG Kal TV KAIVIKWYV ETTIOOCEWY TOU IATPOTEXVOAOYIKOU
TTPOIGVTOG TTOU TTPOOPICETAI VIO QOBEVEIG.

AutA n MepiAnwn XapaktnpioTikwv Ac@alieiag kal KAivikwv Emdocewv (SSCP) rapéxel dnudoia rpoécBacn o€
MIO ETTIKQIPOTTOINWEVN TTEPIANWN TwV KUPIWV TITUXWV TNG OOQAAEIAG KAl TV KAIVIKWV ETTIOOCEWY TOU
I0TPOTEXVOAOYIKOU TTpoidvTog. O1 TTAnpogopieg TTou TTapoucidfovTal TTapakdTw atmeubuvovTal o€ aoBeveig | droua
Xwpig e€e1dikeuon. To TTPWTO PEPOG TOU €YYPAQPOU TTAPOUCIACE! MIG TTIO EKTEVA TTEPIANWN TNG ACQPAAEIOG Kal TWV
KAIVIKWV ETTIOOCEWV YIa ETTAYYEAUATIEG UYEING.

H MepiAnwn XapaktnpioTikwv Ac@aAciag kalr KAivikwv ETidocewv (SSCP) dev TTapéxel YeVIKEG CUUBOUAEG yia TN
Bepartreia piag 10TPIKAG TTABNONG. ETKoIVWVAOTE Pe TOV yIOTPO/TOV XEIPOUPYO OAG CE TTEPITITWON TTOU EXETE
EPWTAOEIG OXETIKA HE TNV IOTPIKA 0ag TTABNCN, | OXETIKG PE TN XPrON TOU TTPOIGVTOg TNV TrEPITTwaor oag. H
Tapouca SSCP (MepiAnwn XapaktnpioTikwv Ac@aAciog kal KAivikwv Emddoewv) dev avtikabBiotd pia Kapta
Epogutetpatog f 1ig Odnyieg xpriong (IFU) yia Tnv TTapoxf TTANPOPOPIWY OXETIKA HE TNV ao@QaAr xpron Tou
TTPOIGVTOG.

3.2.1 TAnpo@opitg yia TO ICTOPIKO

To PALACOS® fast R+G cival éva ootk Tolgévio. To PALACOS® fast R+G amorteAei puépog TNG OIKOYEVEING
0OTIKWV TOIPEVTWY PALACOS® +G. Baailetal ot éva BIOAOYIKG ao@AaAéG UAIKO TTOU ovouadeTal TToAU (UEBOKPUAIKO)
peBUAIo (PMMA). Autd To UANKO €xel HOKPA 10TOpia ao@aAolg xpriong atov avBpwtro. To PALACOS® R+G
atroTéAeoe T BAcn yia TNV avATITUgn TWV 00TIKWY ToIuévTwy PALACOS® MV+G, PALACOS® LV+G kai PALACOS®
fast R+G. Kal Ta Té00gpa 00TIKG TOIMEVTA Padi atroTEAOUV TNV OIKOYEVEIQ OOTIKWY TOIEVTWY PALACOS® +G.

Ta ooTika Tolpévia PALACOS® +G ypnaoigotrolodvral og eVAAIKEG, OTTWE NAIKIWUEVOUG AOBEVEIC YE EKQUAIOTIKNA
véoo Twv apBpwoecwv. H ooteoapOpitida atroteAei éva TTapddelyua yia yia Tétola vooo Twv apBpwoeswv. H
ooTeoapBpimda €ival n 1Mo ouxvh Hop®R apbpiTidag Kal eTTNEEAlel EKATOUUUPIG avBPWTTOUG TTAYKOOMIWG.
EpgaviCetal 6tav 0 TPooTATEUTIKOG XOVOPOG TTOU KOAUTITEI TA GAKPA TWV OOTWV @PBgipeTal e TNV TTAPOdO TOU
Xpovou. ETriong, aoBeveig pe Tpalpa geTd ammd cofapd aTuxAuaTa Pe TTOAATTAG KATAYUOTA O€ €va 00TO PTTOPOUV
va €EeTaoTolV WG UTTOWRQIOl yia Bepatreia Pe OOTIKA TOIPMEVTA. TO OCTIKO TOIUEVTO XPNOIMOTIOIEITAI YO TNV
aykUupwaorn evOOTTPOBECEWVY OAIKWYV I HEPIKWYV ApBPOTTAACTIKWY. ZTEPEWVEI TIG EVOOTTPOBETEIS OTABEPAG KAl IOXUPA
oto 00T16. O1 evOOTTPOBETEIG €ival 1OTPOTEXVOAOYIKA TTPOIOGVTA TTOU XPNOIYOTToIoUVTal yIa TNV QVTIKOTACTAON
THNUATWY TOU ECWTEPIKOU TOU OWHaTOS aag. O apBpwoelg Ioxiou, yovaTog 1 WHou PTTopolV va avTikataoTabouv
atrd evOOTTPOBETEIG, YIa TTAPAdEIYHA.

H apBpoTmAacTIKA €ival pio XEIPOUPYIKA €TTEPRACT yia TNV ATTOKGTACTACN TNG AEmoupyiag piag apbpwong. H
TTPWTOYEVNG aPBPOTTAACTIKI QVOAQEPETAI OTNV TTPWTN apOPOTTAACTIKN. H apBpoTTAacTiKA avabewpnong avagEpeTal
o€ ETTAVOANTITIKN XEIPOUPYIKA €TMEPPBacN aTny idia dpBpwaon. ZTnv OAIKA apBpoTTACCTIKA, PMépn MIog apBpwaong
agaipolvTal Kal avTikaBioTavtal atrd éva eu@UTEUNA, TNV vOOTTPOBEDT. ZTN WEPIKN apBPOTTAAOTIKN, O TEXVNTEG
EMPAVEIEG AVTIKABIOTOUV POVO TIG KIVOUUEVEG ETTIPAVEIEG HIaG ApBpwang. Ta uyi gépn TnG dpBpwaong TTapapévouy
avETTaga.
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Ta 0OTIKA TOIPEVTA PTTOPOUV ETTIONG VO BEPATTEUCOUV TIEPITTTWOEIG ATTWAEIOG 00TOU. Na TTApAdEIyUa, TO TTOAAATTAG
KOTAyHaTa evog 00ToU PETG aTTé ooBapd atuxfuara. H ovopacia auTtAg TNG XEIPOUPYIKAG TEXVIKAG €ival avadounaon
00TOoU. ATTOKOBIOTA TNV OOTIKI) CUVEXEIQ KUPIWG 0€ aoBeveig TTou TTACOXOUV aTTd OYKO TOU 0CTOU 1 TPQUHATIOHO.

O yiatpog/xeIpoupyds oag eQappdlel To 0oTIKO TOIMEVTO KaTd Tn didpkela Tng eméuBaong. O1 odnyieg Xprnong
TTAPEXOUV TIG AVTIOTOIXEG OONYiEG.

O y1a0Tpog/xeIpoupydS 0aG GPOVTICE! Yia TIG AKOAOUBEG TITUXEG KaTA TN dIGPKEIa TNG ETTEPRAONG 0GG:

- To 0oO0TIKO TOIPEVTO EQAPUOLETAl OTO OOTO GAG HETA OTTO TTPOTEKTIKO KABAPIoUO, avappd®non Kal OTEYVWHA.

- H mpdBeon TommobeTeiTal 0TN BEON TNG KOl CUYKPATEITAI £WG OTOU TO OCTIKO TOIPEVTO va TIEEl TTARPWG.

- Katd 1n dIGpKeIa Kol QUECWG PETA TNV €QAPHUOYA TOU OOTIKOU TOIYEVTOU, O YIaTPOG/XEIpoupyods oag Ba
TTAPAKOAOUBEI TTPOCEKTIKA TNV APTNPIAKA OOG TTiEGN, TOV OQUYHO Kal TNV avaTtvor aag. AuTté dlac@ahidel Tnv
£yKalpn avixveuon Kal TNV QVTIHETWTTION AVETIBUUNTWY CUPBAvTWY, 6TTWG N XAUNAAR apTNPIOKA TTiEaN Kal N
Kapdiak avakoTrh. MNTWoEIg TNG apTNPIAKNG TTECNG €XOUV TTAPATNENOEI ATTOUAKPUCHEVA Kal Aiyo PETE TNV
€Qapuoyn Tou ooTIKoU Toluéviou. QaTdoO, ETMITITWOEIG OTTWG KAPJIAKK avakoTrr £€Xouv avagepBei povo ot
TTOAU AiVEG TTEPITITWOEIG.

Eival ao@aléc va uttoBAnBeite oe €gétaan payvnTikig Topoypagiag (MRI) pe ooTika Toipévia PALACOS® +G.
Qo1600, N ouvBeon TnG TTPGBeoNG TToU AauBAveETE Padi e TO OOTIKO TOIYEVTO UTTOPEI va €TTNPEACEI TNV IKAVOTNTA
0ag va uTToBANBeiTe o€ €€eTAOEIG PHayvNTIKAG ToPoypagiag. Oa AABETE HIa KAPTA EUPUTEUPATOS VIO TO OCTIKO
TOIMEVTO TTOU XpnoipoTroinenke. ETmTA£ov, Ba AGBeTe pia KGPTA EPPUTEUNATOG yia TNV TTPOBean. PUuAdTe autda Ta
Eyypapa Kai eTTIOLIETE Ta 0€ PEANOVTIKEG EEETATEIG (TT.X. AKTIVOYPOQia, AOVIKN TOPOoypa®ia, HayvnTiKr) TOHoypaQia).

3.2.2 Tautotroinon 10TPOTEXVOAOYIKOU TTPOIOVTOG KAl YEVIKEG TTANPOPOpPIES

3.2.2.1 TpoidvTa (EUTTOPIKEG OVOUATIES IATPOTEXVOAOYIKWY TTPOIOVTWY) TTOU KOAUTITOVTAI ATTO TO TTApOV
Eyypag@o
PALACOS® fast R+G

3.2.2.2 Emwvupia ka1 81e0Buvon KATAOKEUAOTH

Heraeus Medical GmbH
Philipp-Reis-Str. 8/13
61273 Wehrheim
epuavia

3.2.2.3 Baoikog apifudég UDI-DI (ATToKA£IOTIKOG apIOPOG TAUTOTTOINONG 1I0TPOTEXVOAOYIKOU TTPOidVTOG -
AvVayvwpIoTIKO 10TPOTEXVOAOYIKOU TTPOiOVTOG) TOU OXETIKOU TTPOIOVTOG

O a1ToKAEIOTIKOG apIBPOG TAUTOTTOINONG 1IATPOTEXVOAOYIKOU TTpoidvTog (UDI) atroteAcital atmod pia oeipd aplBuwv Je
ypbuuata. EmTpéTel TRV avap@IioBATNTN avayvwpion €vOg CUYKEKPIKMEVOU 1ATPOTEXVOAOYIKOU TTPOIOGVTOG OTNV
ayopd. ‘Eva avayvwpioTiké 1atpoTtexvoAoyikoU Trpoioviog UDI (UDI-DI) €ival Ouykekpipgévo yia €va Trpoidv,
ouvdEOVTaG TO TTPOIGV HE TIG TTANPOYopieg oTn Bdon dedopévwyv EUDAMED.

O1 akéhouBol apiBuoi UDI-DI ekxwpouvTtal ota didpopa TTpoidvTa:

Mpoidév Baolkog  ammoKA&IOTIKOG  apIBUOG  TOauTOTTOINONG
I0TPOTEXVOAOYIKOU  TPOIOVIOG -  avayvWwpPIOTIKO
10TpoTEXVOAOYIKOU mrpoidvTog (UDI-DI)

PALACOS® fast R+G 4260102130101010002AL

3.2.2.4 ’'Etog mpwTtng onuavong CE

MpoToU eloayBei Eva 1aTPOTEXVOAOYIKO TTPOIOV oTNV ayopd Tng Eupwirdikng Evwong, TTpETTel va atTodelxBei 6T To
TpOoIdv TANpoi TiIg ammaithoelg. H Aeyduevn mmoTtotoinon CE Tekunpiwvel TRV ekTTARpwaon Kai n ofuavon CE
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ToTroBETEITAN GTO TTPOIGV. O1 VOUIKES ATTAITHOEIG VIO TA IATPOTEXVOAOYIKA TTPOoiovTa GAAagav Tov Mdio Tou 2021. 21n
ouvéxela, o Kavoviopudg yia Ta latpotexvoloyikd Trpoidvta (MDR) avtikatéotnoe Tnv OOnyia yia T1a
I0TPOTEXVOAOYIKA TTpoidvTa (MDD).

O TTapakdTw TTivakag TTEPIEXEI AVAAUTIKEG TTANPO®OpPIES yia Ta didgopa TTpoiovTa. O TTivakag TTapaBETel TO £€T0G TNG
TpwWTNG ofpavong CE clupgpwva pe Tov MDR kai Tnv MDD.

Mpoiov ‘Etog ékdoong mpwtng onuavong CE | 'ETog ékdoong mpwrtng onuavong CE
oUupewva pe Tov Kavoviouod mrepi | oUppwva pe 1V Odnyia  mepi
larpoTtexvoAoyikwv Mpoidviwyv | latpotexvoAoyikwyv MpoiovTwv (MDD)
(MDR)

PALACOS® fast R+G 2022 2013

3.2.3 [poBAerépeVn XpON TOU 1IATPOTEXVOAOYIKOU TTPOIOVTOG

3.2.3.1 TpoBAeTTOPEVOG OKOTTOG

To PALACOSP® fast R+G trpoopiletail yia Tn aTaBepr] ayKUpwaon oAIKAG f EPIKAG apBPOTTAACTIKAG (vOOTIPOBETEIC)
og wvTtavo 00To KaBWG Kai yia TRV avadounan Tou ooTou.

3.2.3.2 Evdeieig kal TpofAeTTOHEVEG OGDEG 0oBEVIIV

To PALACOS® fast R+G gvdeikvutal yia XEIpoupyIKn Beparreia, OTTwg
e ayKUpwon evdoTTpoBeong oe OIadIKACIEG TIPWTOYEVOUG Kal avaBewpnTikAG apBpoTTAACTIKAG TwV

akOAouBwv:
* |oYio
e yoévaTto
*  TTOOOKVNMIKA
*  WMOG
*  AyKWvog

*  avadouNon TWV OOTWV PECW TNG TEXVIKAG TNG €TTayouevnsg pePBpavng (induced membrane) petd amd
XEIPOUPYIKA €TTEURaan dykou ri/kal Tpalua
AuTég o1 Bepartreieg ouvnBwg diegdyovTtal og eVAAIKEG, KUPIWG NAIKIWPEVOUG aoBeveic Ye ooTeOapOPITIdO Kal O€
0aoBeveig pe Tpalpua.

3.2.3.3 Avrevdeigeig/ avrevoeigeig yia Beparreia

To PALACOS® fast R+G dev TIpETTEl va XPNOIMOTTOIEITAI OTIG AKOAOUBEG TTEPITITWOEIG:
o EmBeBaiwpévn A TBavoAoyoUpevn EAAEIYN AQVEKTIKOTNTAG O€ PJEPN TOU OOTIKOU TOIUEVTOU I GTO QVTIRIOTIKO
YEVTAMUKIVN
Aoipgwén OTO ONEIo TOU CWHATOG OTTOU £XEI TIPOYPOANMATIOTEI N ETEURAON
000eveig e VEQPIKN aveTTApPKEIQ
avaddunon ooTIKWV EAATTWUATWY TOU Kpaviou
XEIPOUPYIKA ETTEPRACTN OTTOVOUAIKAG GTAANG
o€ TTaIdId

3.2.3.4 Aidpkela {wrg Tou TEXVOAOYIKOU TTpOidvTOg

Agv UTTAPXOUV YEVIKOI TTAPAYOVTEC TTOU Va £TTNPEAlouV Tn Sidpkeia (WG TWV OOTIKWYV Toluéviwy PALACOS® +G.
Mo Ta 00TIKG TOIPEVTA, I0XUOUV Ol YEVIKEG DIOTAEEIG YIa TIG EVOOTTPOBETEIG TTOU XPNOIUOTTOIOUVTAI YIG TNV ayKUpWon.
H mrpaypartikr Sidpkeia (WG AUTWYV TWV OOTIKWY TOIYEVTWY PTTOPET VO ETTNPEACTEI ATTO TTAPAYOVTEG, OTTWG N 1ATPIKA
000G KaTdoTaon Kal 0 TpOTTog (WG 0aG.

To mapdv éyypago armmoteAei 1IdlokTnoia Tng Heraeus Medical GmbH, Wehrheim / 'eppavia.
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3.2.4 Mepirypa@n 10TPOTEXVOAOYIKOU TTPOIOVTOG

Ta ooTikG Tolpévia PALACOS® +G Baocifovial oc éva PIOAoyIKA ao@OAEC UANKO TO OTroio  ovopddeTal
TTOAU(PEBAKPUAIKO) pEBUAIO (PMMA) kail To oTT0io £x€l pakpd IoTopia acpalolg Xpriong aTov avepwIro.

>uvBeon
To ToipévTo atroteAeiTal atrd SUO KUPIa CUCTATIKA, JIa OKOvN Kal éva uypo. O TrTapakdatw TTivakag Ogixvel Tn ouvBean

TWV OUCTOTIKWY. H avapeign Twv CUCTATIKWY EKKIVED MIG XNMIKA avTidpaon. AuTdG 0 AeyOUEVOG TTOAUNEPIOHUOG
oxnuaTiCel pia gahakr] maota. H maoTa yiveralr 6Ao Kail Mo CUMTTaYG PE TV TTAPodo Tou xpoévou. O Xeipoupyog
oag Kabopifel TNV KAaTGAANAN CTIVUNA VIO TV €QAPUOYRA TNG TTAOTAG 0To 00TO. Ekei okAnpaivel TeAgiwg. ETimAéoy,
TO TOIMEVTO TTEPIEXEI £vVa QVTIRIOTIKO, TN YEVTAPUKIVN. O BepdTTwv XEIPOUPYOG Gag eTTEAECE aQUTA TO AVTIRIOTIKO YIa
va atTroTpéwel Katroia péAuvon.

To PALACOS® fast R+G mrepiéxel:

Mivakag 1: Z0oTtaon Tou PALACOS® fast R+G o€ T0000T6 £TTi TOIG £KATO

ZUCTATIKA | PALACOSP® fast R+G
ZKOvn:
>uptroAupepéc PMMA 81 %

z 7 z (o]
lMoAupuepéc (ouararikd akovng)
Alogegidio Tou Jipkoviou
ZKIQYPAPIKO UETO QKTIVOYPapiag (ETTITPETTEI TNV QTTEIKOVION LIE AKTIVOYPAQIa, 15 %
aéovikn Touoypagia f uayvnrikn Topoypagia)
YTmrepoteidio Tou Bev{oUAiou 209,
XnuIKG ouoTaTiKG TTOU EKKIVEI THV avTidpao TTOAUNEPIOUOU
OgIKr yeVTapuKivn 209,
(AvriBioriko)
Yypo:
MeBakpUAIKO pEBUAIO 98 ¥

z 7 i (o]
Movouepéc (auararikd uypou)
N,N-31ueBulo-p-Tohouldivn 29,
XNMIKO GUCTATIKO TTOU ETTITAXUVEI TNV avTidpaon TTOAUUEPITUOU
Ta dedopéva gival oTpoyyuAoTToinuéva

AM\Q ouoTaTIKA:

- ZKOVN: OUPTTIAOKO XAWPOQPUAANG-XaAKoU (E141) (XpwOTIKN TPOQiUwWY TTOU BEATIWVEI TNV OPOTOTNTA TOU OOTIKOU
TOIUEVTOU OTO XEIPOUPYIKO TTEDIO)

Yypo: OUPTTAOKO XAWPO@UAANG-xaAkou (E141), udpokivévn (XNUIKO CUCTATIKO TTOU OTABEPOTTOIE TN XNMIKA
avTidpaon)

Mrtropei va uttdpyouv ixvn IoTapivng o€ auTtd Ta ooTIKG ToluévTa. QoTdo0, Oev £Xxouv BpeBei uTToAEiPPaTa KaTé TNV
KOTOOKEUR TTou Ba ptropoucav va atmoTeEAETOUV KivOuvo yia e0GG. AGBeTe uTTOWN OTI O TTivakag oUvBeong deixvel
Ta OUCTOTIKG TIPIV OTT® TNV QVvAUEIEN TwV OCUCTATIKWY TOU OCTIKOU TOoIPévTIOoUu. To peBakpUAIKG HeEBUAIO
XpPNOoIJoTToIEiTal TTAAPWG KaTA TNV TNEN KAl OXNMOTICEl TO OKANPUHPEVO OCTIKO TOIUEVTO. Ta OOTIKA TOIUEVTQ
PALACOS® +G mrpoopilovTal yia i Xprion Kal TIapéXOVTal ATTOCTEIPWHEVA.

3.2.5 Kivduvol Kal TTpoEIdOTTOINTEIG

EmiKolvwvAoTe Pe Tov yiaTpd/Tov XeEIpoupyd Oag €Av TIOTEUETE OTI EPavieTe TTapEVEPYEIEG. AUTO 1O0XUEI yia
TTAPEVEPYEIEG TTOU OXETICOVTAI PE TO IOTPOTEXVOAOYIKO TTPOIOGV A TN XPAON Tou, KOBWG Kal €AV aVNOUXEITE yia
KIvOUvoug. AuTé TO £yypa@o Oev avTIKaBIOTA TN ETTIOKEWN OTOV YIATPO/XEIPOUPYO OAG, EQOCOV OTTAITETAI.

O1 Trapevépyeleg eival cupBavTa TTou gival yvwoTd KATA TN XPron TOU 1aTPOTEXVOAOYIKOU TTPOoIdvToG. MTTopouv va
TTPOKANBOUV atTd TO TTPOIOV.

O1 utroAenTépevol kivouvol ival KivOouvol TTou Oev PTTOPoUV va eAeyxBoUv aTTd TOV KATAOKEUAOTH TOU TTPOIOVTOG.
S XETICOVTAI KUPIWG HE TN XEIPOUPYIKI ETTEURACN YEVIKG I HE TOV XEIPIOUO TOU XPNOTN.

To mapdv éyypago armmoteAei 1IdlokTnoia Tng Heraeus Medical GmbH, Wehrheim / 'eppavia.
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Ta avemBUunTa cupavta gival CUPPBAVTA TTOU PTTOPEL VA EJQAVIOTOUV O€ HIa KAIVIKT €épeuva. ‘Exouv apvnTiKEG
EMTITWOEIG KUPIWG OTOV aaBevr|. Agv TTPETTEI va UTTAPXEI QUTIOAOYIKF GXEOT HE TO TTPOIOV.

H Heraeus Medical GmbH e@apuodel pia diadikaoia diaxeipiong KivOUvou CUPQWVO HE TIG EVOPUOVIOHEVEG
KaTEUBUVTAPIEG 00NYieg dlaxeipiong KivOUvou. AuTh dIac@aAidel 6T Ta 0QEAN aTTd T XPAON TOU 1IATPOTEXVOAOYIKOU
TTPOIGVTOG €ival peyaAlTepa atrd Toug MeavoUg KIvOUVoug.

O1 TTapevEPYEIEG Kl O UTTOAEMTOPEVOI KivOUVOI TOU I0TPOTEXVOAOYIKOU TTPOIOVTOG UTTOPET va eJgavifovTal Pe

OIaPOPETIKEG TUXVOTNTEG. [0 TTAPAdEIYHA, AV EUPAVIOTEI JIa AVETTIOUUNTN evEpyeia o€ AlyoTePO aTTd TO 1% (<
1%) Twv TTEPITTTWOEWY, N TTapevEépyela Ba epgavioTei o AiyoTepes attd 1 oTig 100 XeIpoupyIKEG ETTEURATEIG.

Napevépyeieg

O1 ouxvoTnTEG TIPOEPYOVTal aTTO TN BIBAIOYpa®ia, n TBaveTnTa va ugioTavtal Toavoi Kivduvol TTou dev £Xouv
avaepBei atn BiBAIoypagia péxpl onuepa gival < 0,0001%.

Mivakag 2: XuXvOTNTEG TTOPEVEPYEIWV

Zuxvornra Mapevépyelia

AvoooTtroinTiké cuoTnua

4,79%* * uTTEpEUQIOONTia / aAAEPYIKN avTidpaon Kal TOTTIKN
avTidpaon TTou YTTopEi va TrepIAaUBAvEl pAEyUOV,
oKAfpuvan, epuBnua, Kvnouo 1} TTVo

< 0,0001% * OVOQUAOKTIKO 0OK

Ne@poi kal oupoTToINTIKG CUCTNUA

< 0,0001% | *  VveQPIKA BuCoA&IToupyia

MuookeAeTIKO gUoTnA

36,65%" *  00TEOTTOINON

22,78%* * 00Te6AUCN AOYW BpaucuaTWY 00TIKOU TGIMEVTOU

Aéppa kai uTTod6pI0G 10TOG

< 0,0001% » g&GvOnua

< 0,0001% *  Kvidwon

*TTEPITITWOEIG TTOU ava@épBnkav otnv Heraeus Medical GmbH pe cuyxvoTnTeG XAPNAGTEPESG ATTO EKEIVEG TTOU
avagépovTtal oTn BiBAIoypagia

YTmroAsiypaTikoi Kivdhuvol

O1 uTtroAgIppaTIKoi Kivduvol TTou TTapaTifevral TTapakdTw atmmoTeAoUv KIvOUVOUG TTou BpiokovTal TTEpAvV ToU EAEyXOU
TOU KOTOOKEUQOTH, €TTEION OXeTiCovral pe Tn dladikacia ) Tov xprotn. O ouxvotnteg TTpoépyovTal amd Tn
BiBAloypagia, n mBavéTnTa va ugioTavTal meavoi Kivouvol TTou dev éxouv avagepBei atn BiBAloypagia péxpl
onuepa givar < 0,0001%.

Mivakag 3: XuyxvOTNTEG UTTOAEIMPATIKWV KIVOUVWYV

Zuxvornra | YroAgippaTikdg KivBuvog

Ayyelak6 oUoTnHa, KOPSId, AVATIVEUCTIKO GUCTNHA, AIMOTTOINTIKO KAl AEu@IKO oUoTNHA, VEUPIKO
oUoTnua

>UvOpopo gupUTEUONG 0aTIKOU TolpévTou (BCIS):

H €vBean Tou 00TIKOU TOIPEVTOU PTTOPET VO TIPOKGAECEI UYNAR JUEAIKN TTiIECT TTOU avayKAdel TO CUCTATIKG TOU
MUEAOU TwV 00TWV va €I0EABoUV OTO QAEPIKO ayyeIakd oUCTNHA, PHE OTTOTEAECHA TNV ENQAvION EPBOAWY AiTToug
Kal JueAou.

MNa TNV atTo@uyr Tou cuvOpPONoU PPUTEUCNG 00TIKOU Talpéviou (BCIS), cuvioTdral o oxXoAaoTIkOG KaBapIoPog
NG B€0NG €UEUTEUONG PE TTAAMIKA TTAUON UYNANG TTiEaNG Kal peyAAou OYKoU PECW XProng IGOTOVOU
OI0AUPATOG KAl TO OTEYVWHA TNG TIPIV ATTO TNV €100YWYR TOU 00TIKOU TGIKEVTOU. TO OOTIKO TOIUEVTO Ba TTPETTEI
va EQAPUOCETal HE avADdPON Kivnan utro diaTnPoUUEVN XOUNAR TTiEan, OTov HUEAIKO GWARva. AKoAoUBwg, N
TTPOOeoN TTPETTEI VA EIGAYVETAI APYA OTOV OTTOVOUAIKO GWARVA OTToU £XEl TOTTOBETNBEI TO OCTIKO TOIUEVTO.

To mapdv éyypago armmoteAei 1IdlokTnoia Tng Heraeus Medical GmbH, Wehrheim / 'eppavia.




Heraeus MepiAnywn XapakTnpioTIKwy AG@aAciag Kal Heraeus Medical GmbH

KAvikwv Emdocewv Philipp-Reis-Str. 8/13
Medical SSCP 61273 Wehrheim, 'epuavia
Tithog: SSCP PALACOS fast R+G
Ap. eyypdgou: 61340 >eAida 9 a6 18
Zuxvornra | YroAsippaTikdg Kiviuvog

2 € TTEPITITWON TTVEUUOVIKWYV ] KapOIayYEIaKWY ETTEIC0diWY, €ival atrapaitnTn N TTapakoAoudnon Tou dykou
aipaTog Kal, vOEXONEVWG, N algNar) Tou. & TTEPITITWON 0&Eiag AvaTTVEUOTIKAG AVETTAPKEIAG, ATTaITEITaI N ARYn
avaioBnaIoAOYIKWY HETPWV.

> € YEVIKEG YPAUMEG, Ol QVETTIBUNNTEG EVEPYEIEG TOU CUVOPOUOU EP@UTEUONG 00TIKOU ToIpévTou (BCIS) ptropei
va TepIAapuBavouy xaunAn aptnpiakn ieon/umétaon, utrogia, Bpadukapdia, Taxukapdia, TTVEUUOVIKN
uTTéPTaaT, OpOuPBwWaN, EMBOAN, TIVEUUOVIKN EMBOAR, EU@PAyUa TOU HUOKAPDIoU, ayyEIOKO EYKEPAAIKO
ETTEIOOBI0, AVATIVEUCTIKI) QVOKOTTH Kal KapdIlaKr avakoTrh.

25,48%* BCIS BaBuog 1

péTpIa utrogia (SpO2 < 94%) ) uTtéTaoN [TITWON TNG CUCTOAIKNG
apTtnpiakng mieong > 20%]

8,17%* BCIS BaBuog 2

OcoBapn umrogia (SpO2 < 88%) ) utéTaon [TITWON TNG CUCTOAIKAG
apTnpiakng mmieong > 40%] A arpocdOKNTN aTTWAEIG CUVEIONONG.

3,37%* BCIS BaBuog 3

Kapdiayyelokh katdppeuan, arraiteital KAPIMA

Neupiké guoTnua

< 0,0001% | o poUSIaoua

AINOTTOINTIKG Kal A@PIKO oUaTnHa

< 0,0001% | o uTroOYKOIia

MuookeAeTIKO gUoTnA

15,22%* e @AonmTn XaAdpwaon

< 0,0001% e (AVIOO UAKOG BKPWV

0,27%* e amwAela eUpoug Kivnong

< 0,0001% o QUOKOAIgg KIvNTIKATNTAG

Noipwén

3,58%" ¢ BakTnpiakh Aoipwén cupttepIAapBavopévng TnG KUTTARITIOAGS /KAl TNG
00TEOUUENITIOAG

Cevikeupéveg SlaTapaxég

2,56% e (Agyuovi

< 0,0001% e JI16yKwan / oidnua

0,94%* e ivwon

< 0,0001% *  vékpwaon Adyw BepuoTnTag

*TTEPITITWOEIG TTOU ava@épBnkav otnv Heraeus Medical GmbH pe cuyxvoTnTeG XAPNAOTEPESG ATTO EKEIVEG TTOU
avagépovTtal oTn BiBAloypagia

ETIKOIVWVAGCTE PE TOV I0TPO/XEIPOUPYO OAG €AV EXETE OTTOIECDNTTOTE EPWTATEIG.

Ava@opd TTapEVEPYEIWV, UTTOAEITTOMEVWY KIVOUVWY 1 aVETTIBUUNTWY CUUBAVTWY

Edv egu@avioete oToladATTOTE ATTO QUTEG TIG TTAPEVEPYEIEG ) UTTOAEITTOUEVOUG KIVOUVOUG A €AV TTAPATNPNOETE
QVETTIOUUNTEG EVEPYEIEG TTOU OEV AVAPEPOVTAI OTO TTAPOV EYYPAPO, ETTIKOIVWVIOTE AUETWG HE TOV YIOTPO/XEIPOUPYO
oag. Mropeite emiong va emkoivwvAoeTe ameuBeiag e Tnv Heraeus Medical GmbH xpnoipoTrolwvtag tnv
ak6Aoubn d01elBuvon email: hm.vigilance.medical@heraeus.com

3.2.6 MNepiAnyn kKAIVIKAG agloAdynong kai KAIVIKA TTapakoAoudnon PeETd TRV KUKAogopia

To PALACOS® R+G rjTav 70 TIPWTO 00TIKO TOIUEVTO HE AVTIBIOTIKO TTOU KUKAOPOPNOE To 1972. OAa Ta TTEPAITEPW
poidvTa NG oikoyévelag PALACOS® +G omwg 1a PALACOS® fast R+G Baaifovral oto PALACOS® R+G. Ol
TPOTIOTIOINCEIC TOUG €ival EAAXIOTEG OO0V APOPA TA XOPOKTNPIOTIKA Tou TIpoidvtog. To PALACOS® fast R+G
avaTTuxdnke Kal KUKAo@opei otnv ayopd atro 1o 2013. Ta ooTika Tolpévia PALACOS® +G éxouv Beparrelosl
OUVOAIKG TTepiTToU 30 EKATONMUPIO A0BEVEIG TTAYKOOHIWG HEXPI ONPEPA. H OEIpa TwV TTPOIGVTWY OCTIKWY TOIHMEVTWY
PALACOS® +G pmopei va BswpnBei wg n TeAeutaia TeEXVOAOYIKN £EEAIEN OTOV TOPEQ TNG OTABEPAS aykUpwaong
evOOTTPOBECEWY apBpwoEWY, KABWG Kal TNG avadounong TwV 00TWV.

O KOTOOKEUOOTHG TTPAYUATOTIOIEN TAKTIKA TNV avAAucon TuXov KAIVIKWV dedopévwy. TMnyég ptropei va eivar TT.x.
MNTPWa evOOTTPOBETEWY KAl ETTIOTNHOVIKEG dNHOCIEUCEIG. AUTEG OI OPaCTNPIOTNTEG OVOPAovTal PETPO KAIVIKAG
TTapakoAouBnong Petd Tnv KukAogopia. EmTpétmouv Tn ouvexr amoédeign Tng oxéong o@EAOUG/KIVOUVOU Tou

To mapdv éyypago armmoteAei 1IdlokTnoia Tng Heraeus Medical GmbH, Wehrheim / 'eppavia.
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I0TPOTEXVOAOYIKOU TTPOoidvToG. Ta punTpwa gival Baceig 0edOPEVWY TTOU GUAAEYOUV JOKPOTTPOBETHa atToTEAECUATA
META TNV €@apuoyn Twv TTPoIdvTwy ot acbeveic. Autég ol Bdoelg dedouévwy PTTopolv va dnuioupynBouv pe
TTPWTOROUAIC KPATIKWY aPXWV, 1ATPIKWY CUAAOYWVY i KOTAOKEUAOTWYV. ZTIG TIEPICOOTEPES TIEPITITWOEIG TUAAEYOUV
oedopéva atrd voooKopeia i IDIWTIKA 1aTPEIa O€ TTEPIPEPEIAKO N €BVIKO ETTITTEDO.

Ta ak6Aouba KAIVIKG o@EAN Kal o1 TTapAUETPOI EKBACNG OXETICOVTAI JE TN XPMON TWV OCTIKWY TOIMEVTWV:

>1a0epr) oTEPEWON TNG EVOOTTPOBEDONG HE XaunAS KivOuvo XEIpoupyIKAG eTTEPBaong avabBewpnong. Auto
aglohoyeital Baoel Twv HAKPOTTPOBeTUWY OedOUEVWY aTTO TTEPIPEPEIOKA ) EBVIKG UNTPWA.

BeATiwon TNG PEIWPEVNG CWHATIKAG AEIToupyiag Pe uywnAr IkavoTroinan Tou acBevoUlg. Auto agiohoyeital
Bdaoel Twv dedOPEVWY TTOIOTNTAG (WG TTOU TTPOEPXOVTAI OTTO UNTPWA.

AvakoU@IoTN TwWV CUPTITWHATWY TTOU OXETICOVTAI JE TN XEIPOUPYIKA ETTEURACT PE UWNAN ETTITUXIO yIa TOV
aoBevh. AuTto agiohoyeital Baoel Twv dedopévwy TToIOTNTAG (WG TTOU TTPOEPXOVTAI ATTO INTPWA.

E@appoyn ooTIKWV TOIYEVTWY 0€ GUVOUQOHO PE avTIRIOTIKO JE XaUNAS Kivouvo Aoipwéng. Autd agloAoyeital
Baoel Twv avabewprnoewyv AOyw AOINWEEWY, O TUYKPION WE TOV OUVOAIKO aplBud Twv avabewpriocwyv
(Baoel dedopEVWY OTTO UNTPWA).

H 1otk xpron avTiBIOTIKOU €vTOG TOU OCTIKOU TOIMEVTOU HTTOPEI va 0dnyroel Ot PEIwPévo Kivouvo
TTAPEVEPYEIV O€ OUYKPION WE TNV aTTd TOU OTOPATOG 1 TNV eVOOPAERIa xopAynon Tou avTiBloTikoU. AuTto
a&loloyeital pe Baon TIG KaTayyeAEG TTOU ava@EPOVTAl OTOV KOTOOKEUQOTR, TNV agioAdynon Twv Baccwy
0edouEVWY Kal Ta OEOOUEVA OXETIKA WE TNV AVATITUEN TOU 1ATPOTEXVOAOYIKOU TTPOIOVTOG.

H avadéunon tou ooToU PECW TNG TEXVIKNAG €TTayopevng PepPBpdvng (induced membrane) utropei va
odnynoel otn dlathpnan TNG AgIToupyiag Tou GKpou f Tou idlou Tou akpou. AuTd agloAoyeiTal aTmd Tov
TTPOCBIOPICPO TNG £VWONG TWV OOTIKWYV EAAEINPATWY PETA aTTO XEIPOUPYIKY €TTEPRaon Gykou r/kal
TPaUPaATOG.

Ta rpoavagepBEVTa KAIVIKG 0QEAN Kal oI TTapAPETPOl KAIVIKAG éKBaong gival onuavTtikd yid va atro@QacioTei N oxéon
o@éNoug/kivdivou Tou PALACOS® fast R+G. O KaTaokeuaaoTrG A€IONOYEI TNV ETTITEUEN QUTWY TWV KAIVIKWV OQEAWV.

H avaAuon katédeite 6T n amodoon Tou PALACOS® fast R+G €ixe TIG avapevopeveg arodooelg oe OAEG TIG TITUXEG
TWV TTOPAUETPWY €KBACNG TTOU ava@EPOVTAl TTAPATTAVW:

H otaBepr otepéwaon avaAlbnke pe BAon To TTOOOOTO TWV ETTEURACEWY TTOU XPEIAOTNKE VA ETTAVAANPOoUV
(TTooooT6 avabewpnong). To TTOooOoTO ATAV O€ £va EUPOG CUYKPIOIUO PE TNV TPEXOUOO TEXVOAOYIKA EEEAIEN.
Mo Tapadeiyua, avoa@épOnKe OTI TO TTOOOOTO avaBewpAoswy pe XprAon Tou PALACOS® fast R+G Arav
1,4% yia Tnv TTpwTtoyevh eméuBacn Ioxiou kal 1,7% yia Tnv TTpwToyevr €TEPBACN YOVATOU, TO OTTOIO
QVTOTTOKPIVETAI OTA TTPOTUTTA avapopds (eUpog yia To Ioxio: 2,0— 3,8% petd ammd 5 xpodvia- eUpog yia To
yoévaro: 2,4— 5,5% perd atmoé 5 xpovia).

H peiwpévn owpatik Asiroupyia afiohoynbnke pEow epwTnuaToAoyiwv. Ze auTd, ol aoBeveic avépepav
600 £TNPeddovTal OTIG KABNUEPIVEG TOUG dpaaTnpIdTNTEG. & OAEG TIC TIEPITITWOEIG, To PALACOS® fast
R+G ATav ouyKpioIJo PE | QVWTEPO TNG TPEXOUOCOG TEXVOAOYIKAG EENIENG.

H avakoU@ion Twv CUPTITWHATWY agloAoynonKe JECW epwTNUOTOAOYiWYV. Z€ auTd, oI aabeveig avépepav
10 BaBuo BeATiWONG TS APOBPWONE TOUG YETG TNV £TTEURACT. £ OAEG TIC TTEPITITWOEIG, TO PALACOS® fast
R+G ocupPadiCe pe Tnv TpExouaa EEAIEN TNG TEXVOAOYiIaG.

O apiBuog Twv emraveTTepPaoewy Adyw Aoipwng oto onueio TG €mEPRACNG ATAV CUYKPICIMOG HE TNV
TPEXOUTA TEXVOAOYIKN £CENIEN O€ aoBeveic TTou UTTORARBNKAV OTNV TTPWTN Toug eméuBacn pe PALACOS®
fast R+G ka1 yia xeipoupyikég eTTepRAcEIG avaBewpnaong.
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+ To PALACOS® fast R+G Trepiéxel £€va avTiBIOTIKO TO OTT0i0 PTTOpEi £TTioNG va xopnynBsi eviopALBia. ATrd
auTo eival yvwoTo OTI TTOAU UWPNAEG TTOOOTNTEG WTTOPEI va TTPOKAAEGOUV OOBAPEG TTAPEVEPYEIEG. Z€ MIA
KAIVIKA) HEAETN, HETPAONKE TO UWOG TWV CUYKEVTPWOEWY TWV AVTIBIOTIKWY TTOU aTTEAEUBEPWVOVTAI OTTO TO
OOTIKO TOIMEVTO OTO Qida PETG aTrd pia emépBaon pe PALACOS® fast R+G. To amotéAcoua ATav 0TI Ol TIEG
TTapéueivav o€ TTOAU XapunAoTepa eTTireda aTmd ekeiva TTou Ba ptropoloav va TTPOKAAECOOUV OOoBapEg
TTOPEVEPYEIEG.

e H avadopnon Tou ooToU PECW TNG TEXVIKAG €TTaYOEVNS PeRPBpavng (induced membrane) avaAuBnke pe
Bdon TO TTOCOOTO €MITUXOUG OOCTIKAG £vwong META atmd avadounon Ouo otadiwv. H amdédoon Tou
PALACOS® R+G ftav ouyKpioiun pe TNV Tpéxouaa TEXVOAOYIKI) ECENIEN.

EmimrAéov, agiohoyriBnke SICodIKA n emioTnuovikn BiBAoypagia yia Ta PALACOS® R+G kai PALACOS® fast R+G
KQl EVTOTTIOTNKAV KOl avaAuBnkav 77 €moTnUOVIKEG Onpoaoieloelg. MTropei va ouvaxBei To cuutrépacua o1l OAa Ta
dedopéva deixvouv BeTIKG KAIVIKG atroTeAéopara yia Ta PALACOS® R+G kai PALACOS® fast R+G.

2UPTTEPOOHATIKA, TO TTOCOOTA ETTITUXIAG TWV KAIVIKWV 0OQEAWY ATAV CUYKPIoIUA PE 1 KAAUTEPA ATTO ThV TPEXOUOO
TEXVOAOYIKNA €CEAIEN.

JUVETTIWG, O KOTOOKEUOOTNG EmIRERaIIVEl OTI Ta OQEAN UTTEPTEPOUV Twv KIVOUVWY Yia TIG €VOEIEEIG Tou
PALACOS® fast R+G:
*  ayKUpwaon evooTTpoBeang o€ OIadIKACiEG TIPWTOYEVOUG Kal avaBewpnTIKAG apBpOTTAGCTIKAG TwV

akOAouBwv:
* I0Xio
e yoévaTo
*  TTOOOKVNMIKA
*  WMOG

*  OYKWVOG
e avadouNoN TWV 0O0TWYV PECW TNG TEXVIKAG TNG ETTaYOPEVNG HEUBPAvNG (induced membrane) petd ammo
XEIPOUPYIKA €TTEURaan dykou r/kal Tpalua
O1 ak6AouBeg dpaoTnEIOTNTEG TTPORAETTOVTAI YIa TN SIACPAAICT TNG AOPAAEING KAl TG ATTOO00NG TWV OCTIKWY
To1pévTwy PALACOS® +G:

*  AvaAuon Mntpwou laTpotexvohoyikwv MNpoidvTwy, yia Tnv TTapakoAoudnon TNg ac@AAEIag Kal TNG
aTT6d00NG TWV OOTIKWY TOINEVTWY PALACOS® +G

*  'EAeyxog EmioTtnuovikng BiBAloypagiag, yia Tnv TTapakoAouBnon Tng ac@aAEiag Kal TNG arédoong Twyv
00TIKWV TOIPéVTWY PALACOS® +G

*  Baoeig Aedopévwy Apxwy (avemBUunTa cupBavTa Kal avakANOEIG), yia TNV TTapakoAoudnon Tng
00@AAEIAG TWV OOTIKWY ToIpéviwy PALACOS® +G

O1 idleg dpaoTNPIOTNTEG EKTEAOUVTAI YyIO TTOPOMOIa TTPOIOVTA, TTPOKEINEVOU VO EVTOTTIOTOUV €yKaipwg TToava
nTAMaTa ao@aAciag A atrédoong. Ta ammoteAéopara Ba cuvoyioTouv o€ ava@opés. O1 dpaoTnpIoTNTEG AUTEG Ba
OleEayovTal o€ €TACIO BACT 0€ CUVOUAOHO WE TN CUVEXA EVNUEPWOT TWV KAIVIKWYV GEIOAOYNOEWV.

3.2.7 MBavég S1ayvwoTIKEG | BEPATTEUTIKEG EVAAAOKTIKEG ETTIAOYEG

[evikég TTANPO®OpIES

ETKolvwvAoTE e ToV yIaTpo/Xelpoupyd oag oTav eCeTACETE eVOANAKTIKEG BepatTeieg. AvAAoya PE TNV ATOUIKI 0OG
KaTdoTaon, €ival duvatég dUO BepaTTeuTIKEG TTPOOEYYioEIS. ATTO Tn dia TTAEupd, eivar OUVATA n OUVTNENTIKN
Bepartreia, OTIWGS N YUOICBEPATTEIA 1] N APUAKEUTIKA aywyn yIa TOV TTOVO XWPIG XEIPOUPYIKN eTTEURaAcT. ATTO TNV
GAAN, N Xelpoupyikn Bepartreia, OTTWG N XEIPOUPYIKN €TEUBACN apBpwoewy, OTTWG N apBpPoTTAACTIKN 10Xiou, Ba
MTTopoUce va gival ebAoyn. H emAoyn Tng Bepatreiag eEapTdaTal atrd TN CUYKEKPIPEVN TTABNON OAG Kal TN YVWHN ToU
ylaTpoU oaG.

Xelpoupyikn eméuBaon dpBpwaong (apBpoTTAAoTIKA)
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Eav eival duvardv, o yiarpog/xeipoupyos aag Ba TTpoCTTABATE! va QVTIPETWTTICE! TIG EAATTWHATIKEG apOpWOEIg JE
GAa péoa. Edv OAeg o1 GAAEG BepaTreuTikKEG ETTIAOYEG OTTOTUXOUV, WTTOPEI va XPEIAOTEN Y €TTAVOPBWTIKN
XEIPOUPYIKA eméPPBacn dpBpwong (apBpotrAacTikA). Autod anuaivel 611 oAOkANpn n apBpwaon 1 yévo pépn TNG
apBpwong avtikaBiotavralr amd pia evooTrpdBeon. O emeuaocelg apBpwoewv Kal n eméPBaocn avabewpnong
evooTTPOBECNG, KABWG Kal n xpron ooTiKWwv Tolpéviwvy PMMA [TToAu(ueBakpuAikol) peBuAiou] eival eTTAPKWG
TEKUNPIWHPEVEG DIABIKATIEG OTN XEIPOUPYIKH apBPOTTAQCTIKAG.

To PMMA [1ToAU (MEBOKPUAIKG) PEBUAIO] XPNOIUOTTOIEITAI EUPEWG KAl HE ETTITUXIQ yIa Tn oTEPEWON dIAPOPWYV
evooTrpobécewyv €dw kal OekaeTieg. Emi Tou Tmapdéviog, 10 PMMA efakoAouBei va eivar To TTIO ouxva
XPNOIUOTTOIOUPEVO UAIKO OTEPEWONG OTIG TTPWTOYEVEIG eePRAoEeIS apBpwoewy. Or diadikaaieg Xwpig TOIPEVTO
€XOUV ETTIONG XPNOIUOTTOINBEI o€ TTpwTOoYEVEiG eTTEPRACEIG apBpwoewv (apBpoTTAacTIKEG). QOTOCO0, Ta TPEXOVTA
oedopéva Oev ETMITPETTOUV VA TTPOCOIOPICTEI €AV O ETTEURACEIG XWPIG TOIMEVTO ) PE TOIPEVTO YEVIKA a1Todidouv
KOAUTEPQ O€ XEIPOUPYIKEG ETTEUPRACEIG apBPWOEWV. TO TTAEOVEKTNHA TwV ETTEPRACEWV HE Xpron Tolgéviou PMMA
[TToAu(ueBakpuAikoU) peBuAiou] eival n pakpoxpovia eUTTeEIpia Je autd To UAIKG. ETrtiong, n TAsiowngia Twyv
0opBoTTEDIKWV XEIpOoUpPYWV gival e€oikelwpévol Pe TN Xprion Tou PMMA. ETTITTAéov, JE TO 0OTIKO TOIPEVTO PTTOPOUV
va €pappooTolV TOTTIKG avTIBIOTIKA. AUTO emTPETTEl TNV TTPOANWN TNG AoiNwENG o€ aoBeveig TTou dlaTPEXOUV
KivOuvo Aoipwéng. ETAéov, Ta oOTIKA TOIPEVTA YeVIKG dliaxéouv Tn dUvaun TnG Kivnong opoidpopea JEoa GTO
00T6. EIdIKG og aobeveig pe aveTrapkr) ooTIKA ouaia auTtd atroTeAei TTAeovékTnUa. O yiaTpdg/xeipoupyog oag Ba
kaBopioel TNV eTTEPPRACN TToU TAIPIAZEI KAAUTEPQ OTN OUYKEKPIYEVN KAIVIKA 0OG KAaTtdoTaaon.

Agv UTTAPXEl GAAN BePATTEUTIKRA ETTIAOYK EKTOG OTTO TN XEIPOUPYIKA €TTEURaCN o€ aoBeveig pe TBavoAoyolpevn N
empBeBaiwpévn AoiPWEN TOu EPPUTEUREVOU TTPOIOVTOG (01 AeyOUEVEG AOINWEEIG TTPOBETIKWY apBpwocwy). AuTA n
XEIPOUPYIKN €TTEPRACN avaBewpnong KITTOPEi va gival eiTe evog aTadiou eite OU0 oTadiwyv. H Aeyduevn XEIpOUpYIKN
eméPPBaon evog oTadiou ekTeAeiTal oe éva povo Xelpoupyiko Brupa. O xeipoupydg apaipei TN JoOAUopévn TTPOBeoN
KOl TO OOTIKO TOIYEVTO, KaBapifel KaAG To xelpoupylkd onueio kar TotroBetei pia véa TpdBeon. H Aeyduevn
TPoCéyyion OUo oTadiwv aTroTeAEITal aTTO BUO EEXWPIOTEG XEIPOUPYIKEG ETTEURATEIS. KaTd TNV TTPWTN XEIPOUPYIKN
ETTEPRACN, O XEIPOUPYOS aalpei TN HOAUCPEVN TTPGOECN Kal TO OCTIKO TOIYEVTO, KOBAPIEl KOAG TO XEIPOUPYIKO
onueio Kai TOTTo0eTEl évav TTPOoWPIVO aTTooTATN. AuTO £€a0@aAilel TN cwoTh BepaTreia TNG Aoipweng. O amooTaTng
TTaPEXEI ETTIONG TTEPIOPICPEVO £UPOG KivnOoNG KATA TN SIAPKEIX TOU XPOVIKOU SIaCTHNATOS £WG TN deUTEPN ETTEURACT.
MeTd Tn Bepatreia TG AoipwéNg, EKTEAEITAI N BEUTEPN XEIPOUPYIKA £TTEUPRACH. O XEIPOUPYOS APAIPE TOV TIPOCWPIVO
ATTOOTATN KAl TOTTOBETEN pIa véa PovIUN TTp6Beon. O BepdTTwVv XeIpoupyds Ba eTTIAEECEI TNV KATAAANAN XEIPOUPYIKA
TTPOCEYYION avaloya Je TNV KAaTdoTaon Tou acBevoug.

Avadounon Tou ooToU

H oykoAoyikry BepaTtieia 1 To Tpalua uTTopei va odnyAoouv age ammwAela ootol. To ooTkG Tolyévio PMMA
[TToAu(ueBakpuAIKO) HEBUAIO] uTTOpEi Va yepioel opiopéva 0aTIKA eAEiJOTA avaAoya pe To BABoG Kal TV eTTIQAaveia
Tou eAAgippaTog. H texvikn «erayopevng pepBpdvng» (induced membrane) ptropei va utrooTnpigel Tnv avamTuén
vEOU 00TOU O€ MIa TTEPIOXA OTTOU PEPOG TOU OCTOU ETTPETTE VA a@aIpeBei Adyw Kapkivou A eTTEIdN XABNKe Adyw
Tpauuartos. Me auTiv Tn PéBOOO TO OOTIKO TOIPEVTO TOTTOBETEITAI POVO PETALU TwV AKPWY TOU EAAEINPATOG YIa
OUVTOMO XPOVIKO BIAoTNMA. To 00TIKO TOIUEVTO OEV OTEPEWVETAI GTO OCTO.

Mo peyaAuTepa eAAEIIPOTA TTPETTEI VO EEETACTOUV TTEPAITEPW BEPATTEUTIKEG ETTIAOYEG. Eival diaB€01ueg BepaTTeUTIKEG
ETMAOYEG OTTWG aVBPWTTIVOI I0TOI TTO dWPNTEG, JETAAAIKA EU@UTEUATA 1) TTPOCAPUOCHEVESG TTPoBETEIS. O BepdTTwv
XEIPOUPYOG Ba eTTIAEEEI TNV KATGAANAN XEIPOUPYIKA TTPOCEYYIoN avaAoya e TNV KATAOTAoN TOU aoBevoug.
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